OPEN 3 ACCESS Freely available online 



•0-PLOS I ONE 



High Resolution Scanning Electron Microscopy of Cells (S\ 
Using Dielectrophoresis 

Shi-Yang Tang 1 *, Wei Zhang 1 , Rebecca Soffe 1 , Sofia Nahavandi 2 , Ravi Shukla 3 , 
Khashayar Khoshmanesh 1 

1 School of Electrical and Computer Engineering, RMIT University, Victoria, Australia, 2 Faculty of Medicine, Dentistry, and Health Sciences, The University of Melbourne, 
Victoria, Australia, 3 School of Applied Sciences, RMIT University, Victoria, Australia 



Abstract 

Ultrastructural analysis of cells can reveal valuable information about their morphological, physiological, and biochemical 
characteristics. Scanning electron microscopy (SEM) has been widely used to provide high-resolution images from the 
surface of biological samples. However, samples need to be dehydrated and coated with conductive materials for SEM 
imaging. Besides, immobilizing non-adherent cells during processing and analysis is challenging and requires complex 
fixation protocols. In this work, we developed a novel dielectrophoresis based microfluidic platform for interfacing non- 
adherent cells with high-resolution SEM at low vacuum mode. The system enables rapid immobilization and dehydration of 
samples without deposition of chemical residues over the cell surface. Moreover, it enables the on-chip chemical 
stimulation and fixation of immobilized cells with minimum dislodgement. These advantages were demonstrated for 
comparing the morphological changes of non-budding and budding yeast cells following Lyticase treatment. 
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Introduction 

The morphology of cells can reveal essential information about 
their type, structure, and condition. For example, apoptosis and 
necrosis are associated with cell surface alterations including 
shrinking, swelling, scaring, smoothing, loss of microvillus struc- 
tures, and blebbing, etc [1] . Moreover, the surface of a cell can 
change in response to different chemical stimuli. For example, 
exposure to toxins such as hydrogen peroxide (H 2 0 2 ) and alcohols 
can cause morphological changes to the cell surface [2—4]. 
Similarly, substances secreted from a cell may also lead to 
morphological changes in the adjacent cells. This is observed when 
chemotactic molecules such as chemokines induce rearrangements 
of cytoskeletal contractile elements in leukocytes, resulting in the 
extension of pseudopods enabling cell movement, or yeast mating 
initiated by pheromones which stimulate the growth of projections 
toward each other [5-8]. Besides, physical stimuli such as shear 
stress [9], electric or magnetic fields [10,11] and variation of 
temperature [12] may also regulate the cell response and hence 
cause cell morphological changes. 

Remarkably, ultrastructural analysis of cells provides more 
detailed information about their structure. Indeed, in clinical 
medicine it has been valuable in the differential diagnosis of 
tumors [13-15]. Pharmacological endeavors of drug discovery and 
investigating drug effects have also utilized ultrastructural cell 
analysis [16-18]. Furthermore, in fundamental biology, charac- 
terization of important biological structures such as presynaptic 
terminals, and examination of embryonic cell lineage differenti- 
ation has also been enabled [19,20]. 



Environmental scanning electron microscopy (ESEM) has been 
widely used for studying the ultrastructure of biological samples 
[21]. ESEM works in a hydrated atmosphere and thus facilitates 
imaging of biological samples without prior preparation such as 
dehydration, critical point drying and conductive coating [21,22]. 
However, the main disadvantage of ESEM is its low resolution 
compared to the conventional SEM [22]. Recently, ultra-high 
resolution, low vacuum SEM has been designed specifically to 
image charging or contaminating samples. Helix gaseous second- 
ary electron detector has been incorporated to achieve unprece- 
dented resolution in low vacuum modes [23,24]. This enables 
SEM systems to achieve detailed information about the surface of 
biological samples with ultra-high resolution. 

However, SEM imaging for many samples such as yeast and 
tumor cells represents a particular challenge. This is because these 
cells are non-adherent, and their immobilization requires complex 
fixation protocols that may lead to changes in the structure, 
morphology, and physical-chemical properties of the cells [25—27]. 

Microfluidic platforms enable the manipulation, sorting, and 
trapping of cells in microenvironments with resolutions that 
cannot be matched by existing techniques. Due to the laminar 
characteristics of the flow, microfluidic platforms facilitate the 
precise temporal and spatial control over the population of 
immobilized cells, concentration of perfused chemicals, and 
gradient of temperature within the medium [28-31]. Although 
enclosed microfluidic cell arrays for hydrodynamic trapping and 
dynamic analysis of cells have been reported [27,32,33], they are 
not suitable for interfacing with SEM. Dielectrophoresis exploits 
the motion of charged or neutral particles in non-uniform electric 
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fields. It has been proven as a versatile tool for the rapid and 
efficient sorting, immobilization and characterization of cells for a 
variety of applications including diagnostics, drug discovery and 
investigating the functioning of cells under well-controlled 
conditions [34-40]. More importantly, dielectrophoresis can be 
readily used to interface cells with different analytical tools and 
techniques such as Raman spectroscopy and ESEM [41-43]. 

We have recently developed a protocol for interfacing non- 
adherent cells with ESEM [43]. The protocol involved three steps, 
including- (i) immobilizing cells between the microelectrodes 
under positive DEP force for 5 minutes, (ii) exposing cells to a 
weak electric field for 90 minutes to ensure their immobilization, 
and (iii) discharging the liquid from the micro-chamber using a 
pipette. However, this protocol had several issues including the 
long time required to prepare the sample, possible dislodgement of 
immobilized cells during the discharging step, and deposition of 
liquid residues (i.e. small molecules of glucose or sucrose) over the 
surface of cells during the discharging step. More importandy, it 
did not allow the on-chip stimulation, fixation and proper 
dehydration of immobilized cells, as the aspiration process could 
lead to significant dislodgement of cells. Additionally, implement- 
ing ESEM greatly compromised the resolution of the images, and 
hence made it difficult to obtain detailed information about the 
cell morphology and surface changes. 

These limitations motivated us to develop a novel microfluidic 
based protocol for interfacing non-adherent cells with high- 
resolution SEM at low vacuum mode. The protocol enables rapid 
immobilization of the cells followed by drying of medium 
remained in the micro-chamber before SEM imaging. Desired 
media or chemicals can be applied to wash or stimulate the 
immobilized cells with minimum dislodgement. This not only 
accelerates preparation process but also avoids the deposition of 
chemical residues over the cell surface, which can compromise the 
imaging resolution. This technique enabled us to compare the 
morphological changes of non-budding and budding yeast cells 
following treatment with Lyticase. 

Materials and Methods 

Dielectrophoretic (DEP) System Design and Fabrication 

Figure 1A shows the plan view of the developed DEP system. A 
5 mm thick polydimethylsiloxane (PDMS) block with a 7 x 2 mm 
notch was assembled onto the glass substrate, which accommo- 
dated the DEP microelectrode array. The microelectrodes were 
made by depositing thin layers of chromium/gold (100 nm/ 
100 nm) using electron beam evaporation method and patterned 
using standard photolithography technique [44]. Curved micro- 
electrodes were used as they produce strong non-uniform electric 
fields over the tip region and provide a large area for 
immobilization of cells [36,45]. The microelectrodes have a tip 
width of 50 (im and a minimum gap of 40 urn at the tips while the 
spacing between the two consequential pairs is 1000 (im 
(Figure 1A inset). 

DEP System Analysis and Modelling 

Assuming that yeast cells have a spherical structure, they 
experience a time-averaged DEP force as given below [46]: 

F DEP = 2Kr 3 e med i Um Re\f CM ] VE 2 rms (1) 

where r is the radius of cells, ^medium is the permittivity of the 
suspending medium, E rms is the root-mean-square of the applied 
electric field, and f CM is the Clausius-Mossotti factor of the cells, 



rl=29S0 nm/r2=2725 [im 
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Figure 1. Specifications of the applied DEP systems: (A) an open- 
top PDMS block was assembled onto a DEP platform equipped with 
one microelectrode array, the inset shows the magnified image of one 
pair of the curved microelectrodes, the minimum gap of the electrode is 
40 |im and the width of the electrod tip is 50 urn. (B) Contours of 
electric field at the levitation height of z = 10 jtm. (C) The formation of 
vortices due to the electro-thermal effects, obtained under the medium 
conductivity of 0.03 S/m. The streamlines are colored according to the 
local temperature of the liquid. A maximum velocity of 54 um/s was 
achieved along the tip of microelectrodes. 
doi:1 0.1 371/journal.pone.01 041 09.g001 
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describing their polarization with respect to the surrounding 
medium. 

Comprehensive numerical simulations were performed using 
ANSYS Fluent 6.3 software package (ANSYS Inc., Canonsburg, 
USA) to characterize the performance of DEP system, as detailed 
in Text S 1 and Figure S 1 . Only three pairs of microelectrodes are 
incorporated in the numerical model to minimize the computa- 
tional time. Simulations were conducted by applying a sine signal 
of 24 V p .p and 5 MHz to microelectrodes and using a medium 
conductivity of 0.03 S/m. 

Our results indicated that electric field increases smoothly along 
the microelectrodes, reaching a peak of 5.13x10 ' V/m at the tips 
(Fig. IB). This exerted a maximum DEP force of 3.93 nN to the 
viable cells moving along the tips. The production of such strong 
electric fields heated the surrounding medium due to Joule heating 
effect [46], leading to a maximum temperature of 33°C at the tip 
region (Fig. 1C). This changed the local permittivity of the 
medium and induces a dielectric force [46], which dragged the 
medium towards the high temperature regions of the field (the tip 
region). This led to formation of two counter-rotating electro- 
thermal vortices within the PDMS chamber (Fig. 1C). A 
maximum velocity of 54 urn/ s was calculated at the tip region. 
The vortices acted as conveyor belts and pushed the suspending 
cells towards the microelectrodes where they could be immobilized 
under the DEP force [43]. 

Preparation of Non-budding Viable Yeast Cells 

Saccharomyces cerevisiae yeast cells (powder, Sigma-Aldrich) 
were chosen as model cells. For non-budding viable cells sample 
preparation, a 1 M sorbitol solution was prepared and its medium 
conductivity was adjusted to 0.03 S/m by adding ~40 |J,L of 
phosphate buffered saline (PBS). This slightly reduced the 
osmolarity of the sorbitol from 1214 mOSM to 1208 mOSM, as 
measured using an osmometer (Osmomat 030, Genotec). Next, 
4 mg of cell powder was mixed with 8 mL of sorbitol/PBS buffer. 
The cell suspension was further subjected to ultrasonic water bath 
at 37°C for 30 minutes to prevent the agglomeration of cells. The 
optical density (OD600) of the cell suspension was measured and 
sorbitol/PBS buffer was added to adjust the OD600 value to 1 .0 
(~3xl0 7 cell/mL). 

Preparation of Budding Yeast Cells 

1 mg Saccharomyces cerevisiae yeast cells powder was cultured 
in 5 mL YPD (1% yeast extract, 2% peptone, 2% glucose, 
osmolarity value is 270 mOSM) at room temperature for 8 h. The 
growth of cells was monitored using inverted microscope every 
2 h. The optical density (OD600) of the budding yeast suspension 
was measured and YPD buffer was added to adjust the OD600 
value to 1.0. The cells were later washed with DI water and re- 
suspended in the sorbitol/PBS buffer. 

Preparation of Cell Fixation Medium 

400 mg paraformaldehyde (PFA) powder (Sigma-Aldrich) was 
added into 10 mL DI water. The suspension was heated while 
stirring at 60°C. One droplet of 1 M NaOH solution was added to 
clear the suspension. Next, 500 mg glucose powder was added into 
the solution and the pH of the suspension was later adjusted to 7.2 
to obtain a low conductivity 4% PFA cell fixation medium. 

Preparation of Lyticase Buffer 

10 mg Lyticase powder (Sigma Aldrich, 200 U/mg) was firsdy 
suspended into 200 uL deionised water. Next, the Lyticase buffer 
was prepared by adding 1 |a.L of the suspended Lyticase into 5 mL 



sorbitol/tris buffer (1 M sorbitol, 1 mil EDTA, 10 mM Tris 
buffer, pH 7.5), the final concentration of Lyticase in the buffer 
was 2 U/mL and the medium conductivity measured was around 
0.035 S/m. 

Protocol for preparing yeast cells for SEM imaging 

The following procedure was followed to prepare the cells for 
SEM imaging. Take the immobilization of non-budding cells as an 
example. The sample preparation procedures were divided into 
three major stages, which are immobilization, chemical treat- 
ments/fixation and dehydration. The detailed operating protocol 
for each stage is given below: 

Stage 1 : Immobilization. First, 30 uL of the non-budding 
yeast cell suspension (with 0.03 S/m medium conductivity) was 
added into the PDMS chamber. Yeast cells distributed evenly in 
the notch before the activation of electric field (Fig. 2A). Next, a 
sinusoidal signal with the magnitude and frequency of 24 V p . p and 
5 MHz, respectively, was applied to energize the microelectrodes. 
Under these conditions, the viable yeast cells experienced a strong 
positive DEP response and were immobilized between the 
microelectrodes (Fig. 2B). Alternatively, any possible non-viable 
cells contained in the suspension experienced a negative DEP 
force and were repelled from the microelectrodes. The electro- 
thermal vortices played a crucial role in driving the suspended cells 
towards the microelectrodes (Fig. 1C). 

In our work, the desired density of immobilized cells was 
achieved in 5 minutes. This period can be varied to change the 
density of cells (see Figure S2). Next, a 3x3 cm lint-free cotton 
wipe (LymTech) was applied to the entrance of the notch to 
absorb the suspending medium. The capillary action of the lint- 
free wipe allows us to continuously and efficiently remove the 
suspending medium, leaving only a thin layer of medium along the 
side walls of the notch as shown in Fig. 2C. Some dislodgement of 
immobilized cells may occur during the drying step while the 
undesired non-viable cells can be washed away by the capillary 
force generated by the wipe. 

Stage 2: Chemical Treatments/Fixation. 30 uL of the 
desired chemicals was later added into the PDMS chamber to 
treat the cells for 15 min (Fig. 2D). The dislodged cells were re- 
immobilized between the electrodes during this process. Similarly, 
the medium was removed by applying a lint-free cotton wipe to 
the entrance of the notch (Fig. 2E). Applying the same procedures 
shown in Fig. 2D to 2E, the cell fixation medium was applied to 
the PDMS chamber. 

Stage 3: Dehydration. 30%, 50% and 70% ethanol solutions 
were added to the PDMS chamber sequentially (each for 5 min) to 
gradually dehydrate and fix the immobilized cells (Fig. 2F). The 
frequency of the applied sinusoidal signal was reduced to 100 kHz 
to allow the cells experience positive DEP response in the ethanol 
solution. Finally, after removing the solution using a lint-free 
cotton wipe (Fig. 2G), the electric field was turned off and the DEP 
platform was left at the room temperature for 10 minutes to 
ensure the full evaporation of the medium left inside the notch 
(Fig. 3H). The entire sample preparation process took around 
45 minutes, which was two times shorter than that required in our 
previous protocol [43]. After finishing above procedure, the 
immobilized cells were subjected to SEM imaging. 

Experimental Setup and SEM Imaging 

The conductivity of the suspensions was measured using a high 
precision conductivity meter (ECTestrl 1+, Eutech Instruments). 
The response of cells was observed with an inverted optical 
microscope (Nikon Eclipse, TE 2000). Sinusoidal wave signal was 
generated by a signal generator (Tabor, 2572A 100 MHz Dual- 
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Figure 2. Protocols for obtaining immobilized cells for SEM. (A) Add cell suspension into the PDMS chamber. (B) Apply electric field and 
immobilize cells between the microelectrodes. Immobilized cell density can be adjusted by varying the electric field application period. (C) Dry the 
suspension with a lint-free cotton wipe. (D) Add media containing chemicals into the PDMS chamber for cell treatment. (E) Dry the medium with a 
lint-free cotton wipe. (F) Add dehydration solutions to the PDMS chamber. (G) Dry the dehydration solutions with a lint-free cotton wipe. Turn off the 
electric field and leave the sample for 10 minutes at room temperature to let the remained medium evaporate. (H) The sample is ready for SEM when 
all liquid is evaporated. Scale bar is 100 |j.m. 
doi:1 0.1 371 /journal.pone.01 041 09.g002 



Channel) to energize the microelectrodes with one of the 
electrodes grounded. The DEP platform was placed on a 
computer controlled specimen stage to continuously monitor the 
treatment process (see Figure S3). 

Following cell immobilization and buffer aspiration, high 
magnification and resolution images were taken using a scanning 
electron microscope (FEI Nova NanoSEM). A Helix gaseous 



secondary electron detector was implemented to achieve the SEM 
imaging under low vacuum mode. Resolution of the SEM has 
been adjusted at 3.0 spot size using 5 kV acceleration in 0.6 Torr 
(~80 Pa) vacuum environment, enabling charge-free imaging and 
analysis of fully hydrated specimens. 
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Figure 3. SEM images for both non-budding and budding yeast cells before and after Lyticase treatment at the magnifications of 
lOOOOx and 40000 x. 

doi:1 0.1 371 /journal.pone.01 041 09.g003 



Results and Discussion 

The developed system was utilized to study the morphological 
changes of non-budding and budding yeast cells following 
treatment with Lyticase, which is a complex of endoglucanase 
and protease that catalyzes removal of yeast cell wall [47] . 

Fig. 3A-B show the SEM images of immobilized non-budding 
viable yeast cells at 10000 xand 40000 x magnifications, respec- 
tively, obtained following the immobilization/fixation/dehydra- 
tion procedures depicted in Fig. 2. Rather than single cells, 
clusters of cells were immobilized close to each other and located 
adjacent to the microelectrodes. Compared to conventional SEM, 
implementation of the DEP platform together with the high- 
resolution SEM under low vacuum mode, allowed us to observe 
the cell surface at a very high magnification with minimum 
excessive damage of cells and without the need to coat the cells 
with conducting materials. For comparison, the SEM images of 
immobilized yeast cells without using dielectrophoresis are also 
given in Figure S4. No significant difference was observed between 
the ultrastructure of cells immobilized without/ with dielectrophor- 
esis, indicating that the presence of electric filed in such a short 
period of time did not affect the morphology of yeast cells. 

Fig. 3C-F show the SEM images of the immobilized non- 
budding yeast cells treated with Lyticase for 15 and 30 min, 
respectively. The images were obtained following the immobiliza- 
tion/stimulation/ fixation/ dehydration procedures depicted in 
Fig. 2. The Lyticase buffer was applied to the cells before applying 



the cell fixation medium. The morphology of yeast cells should 
change significantly when converting them to protoplasts following 
the removal of the cell wall, exhibiting smooth cell surface with 
characteristic invaginations [48] . However, our results indicate no 
significant changes on the surface of Lyticase treated non-budding 
yeast cells after 15 min. After 30 min treatment, a very small 
portion of cells (<10%) exhibited invaginations on the surface, 
indicating the low protoplast conversion efficiency for the non- 
budding yeast cells, which is in line with other reports [47—49], 
This can be attributed to the low cell wall porosity of stationary 
yeast cells, making the cell less susceptible to Lyticase digestion 
[49]. 

Alternatively, Fig. 3G-H show the SEM images of budding 
yeast cells following the immobilization/fixation/dehydration 
procedures shown in Fig. 2. Budding yeast cells were obtained 
by culturing the non-budding yeast cells in YPD solution for 8 h, 
as described in the Materials and Methods section. Compared to 
non-budding cells, the size of budding cells was ~ 1.5-2.0 times 
larger. More importandy, unlike non-budding yeast, the morphol- 
ogy of budding yeast changed significantly following the 1 5 min 
treatment with the Lyticase, with the appearance of blebs on the 
surface (Fig. 3I-J). The formation of blebs was a characteristic 
feature of cell injury and is reported as a protective mechanism to 
trap the damaged segments of the cell plasma membrane [50,51]. 
After 30 min treatment, more than 89 ±7% of cells exhibited 
invaginations on the surface, indicating the high protoplast 
conversion efficiency for the budding yeast cells, as shown in 
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Figure 4. Optical density and protoplast conversion efficiency vs time plot for Lyticase treated non-budding and budding yeast 
cells after adding 5% SDS solution. The two insets show the non-budding and budding yeast suspensions following a 30 min treatment with 
2 U/mL Lyticase and 5% SDS. 
doi:1 0.1 371 /journal.pone.01 041 09.g004 



Fig. 3K-L. The high protoplast conversion efficiency obtained for 
budding yeast cells can be attributed to the fact that the cell wall 
porosity was maximal in the early exponential phase, suggesting 
that the protoplast conversion induced by Lyticase was affected by 
cell growth conditions [49]. Cell lysis was observed for budding 
yeast cells after 40 min of Lyticase treatment, however, no 
significant change was observed for the non-budding yeast cells. 

We further conducted off-chip experiments to examine the 
protoplast conversion efficiency by monitoring the cell lysis 
spectrophotometrically. Here, the optical density of the cell 
suspension at the wavelength of 600 nm was calculated as: 
OD600 = — log(I out /Ii n ), where I out and Ii n are the intensity of the 
light after and before the cell suspension, respectively, while the 
protoplast conversion efficiency was calculated as (1 — 
OD600)xl00%. In doing so, we added 5% sodium dodecyl 
sulfate (SDS) solution to both non-budding and budding yeast cell 
suspensions treated with 2 U/ mL Lyticase. The addition of SDS 
leads to the lysis of the cells whose cell wall has been removed by 
Lyticase, and reduces the optical density of the cell suspension. 

Fig. 4 shows the dynamic changes of the optical density and the 
protoplast conversion efficiency of the cell suspensions within 
30 min. The protoplast conversion efficiency of non-budding and 
budding yeast cells following a 30 min Lyticase treatment was 
calculated as < 1 % and 84%, respectively, which is in line with the 
results obtained using SEM (Fig. 3 E and K). 

The capability of the developed system was further demon- 
strated by studying the interaction of viable yeast cells with micro/ 
nano materials including 850 nm polystyrene particles and multi- 



walled carbon nanotubes (MWCNTs), as shown in Text S2 and 
Figures S5-7. High resolution SEM images were obtained to 
clearly show how cells interact with such micro/ nano materials. 

Conclusion 

The developed protocol greatly reduces the complexity of 
conventional methods and enables high-resolution SEM imaging 
of cells. Most importandy, this protocol allows the on-chip 
stimulation and fixation of immobilized cells, as well as rapid 
and proper dehydration of the sample. These advantages were 
demonstrated with the experiments interfacing cells with SEM at 
low vacuum mode for comparing the morphological changes of 
non-budding and budding yeast cells following Lyticase treatment. 

Based on obtained results, we strongly envisage prospective 
applications of the developed protocol for study of cell morphological 
changes using SEM when subjected to conditions including apoptosis 
[1], chemical stimulation [2-8], as well as physical stimulation such as 
change of environment temperature [12] or mechanical forces [9]. 
We also prospect further development of this protocol for instant 
characterization of interfacing nanomaterials with cells with huge 
opportunities for drug delivery and biosensor applications [2] . 
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Figure S2 Elongating the duration of experiment in- 
creases the density of trapped cells. The immobilization of 
viable cells when conductivity of the medium are set to 0.03 S/ m 
while the magnitude and frequency of the AC signal are set to 24 
Vp. p and 5 MHz. Scale bar is 150 urn. 
(TIF) 

Figure S3 The DEP system was placed on a specimen 
stage to continuously monitor the treatment process. 

The DEP system consists of an open-top PDMS channel 
assembled onto a DEP platform. The wires were bonded to the 
microelectrode pads using aluminum tapes. 
(TIF) 

Figure S4 (A) SEM images for non-budding yeast cells 
without using dielectrophoresis. After applying the cell 
fixation medium (4% PFA), the cells were dehydrated with ethanol 
series on a carbon substrate and the SEM images were obtained 
under low vacuum mode. (B) SEM images for non-budding yeast 
cells using dielectrophoresis. No significant difference is observed 
between the ultrastructure of cells immobilized without/with 
dielectrophoresis. 
(TIF) 

Figure S5 Schematic of the multi-layer structure of a 
yeast cell, consisting of cytoplasm, plasma membrane 
and an outer wall. 

(TIF) 

Figure S6 The Re [/cat] spectra of (A) viable yeast cells, 
(B) polystyrene particles, (C) MWCNTs and (D) 

References 

1. Darzynkicwicz Z, Juan G, Li X, Gorczyca W, Murakami T, Traganos F (1997) 
Cytometry in cell necrobiology: analysis of apoptosis and accidental cell death 
(necrosis). Cytometry 27: 1-20. 

2. Kempaiah R, Chung A, Maheshwari V (201 1) Graphene as Cellular Interface: 
Electromechanical Coupling with Cells. ACS Nano 5: 6025-6031. 

3. Snyder L, Fortier N, Trainor J, Jacobs J, Leb L, et al. (1985) Effect of hydrogen 
peroxide exposure on normal human erythrocyte deformability, morphology, 
surface characteristics, and spectrin-hemogiobin cross-linking. J Clin Invest 76: 
1971. 

4. Li Y, Liu J, Zhan X (2000) Tyrosine phosphorylation of cortactin is required for 
H 2 0 2 -mediatcd injury of human endothelial cells. J Biol Chem 275: 37187- 
37193. 

5. Dcmcnthon K, El-Kirat-Chatcl S, Noel T (2012) Development of an In Vitro 
Model for the Multi-Parametric Quantification of the Cellular Interactions 
between Candida Yeasts and Phagocytes. PLoS One 7: e32621. 

6. Herre J, Marshall AS, Caron E, Edwards AD, Williams DL, ct al. (2004) Dcctin- 
1 uses novel mechanisms for yeast phagocytosis in macrophages. Blood 104: 
4038-4045. 

7. Jenness DD, Burkholdcr AC, Hartwcll LH (1983) Binding of a-factor 
phcromone to yeast a cells: chemical and genetic evidence for an a-factor 
receptor. Cell 35: 521-529. 

8. Michaclis S, Barrowman J (2012) Biogenesis of the Saccharomyccs cerevisiae 
Phcromone a-Factor, from Yeast Mating to Human Disease. Microbiol Mol Biol 
Rev 76: 626-651. 

9. Ando J, Yamamoto K (2009) Vascular mechanobiology: endothelial cell 
responses to ffuid shear stress. Circ J 73: 1983-1992. 

10. Radman T, Ramos RL, Brumbcrg JC, Bikson M (2009) Role of cortical cell type 
and morphology in subthreshold and suprathreshold uniform electric field 
stimulation in vitro. Brain Stimul 2: 215-228. e3. 

1 1 . Chionna A, Dwikat M, Panzarini E, Tenuzzo B, Carla E, et al. (2009) Cell shape 
and plasma membrane alterations after static magnetic fields exposure. 
Eur J Histochcm 47: 299-308. 

12. Rowan NJ, Anderson JG (1998) Effects of Above-Optimum Growth Temper- 
ature and Cell Morphology on Thermotolerance of Listeria monocytogenes 
Cells Suspended in Bovine Milk. Appl Environ Microbiol 64: 2065-207 1 . 

13. Gould VE, Jao W, Battifora H (1980) Ultrastructural Analysis in the Differential 
Diagnosis of Breast Tumors: The Significance of Myoepithelial Cells, Basal 
Lamina, Intracytoplasmic Lumina and Secretory Granules. Path Res Pract 167: 
45-70. 

14. Min K-W (2013) Two different types of carcinoid tumors of the lung: 
immunohistochemical and ultrastructural investigation and their histogenetic 
consideration. Ultrastruct Pathol 37: 23-35. 



MWCNTs coated viable yeast cells in a medium with 
the conductivity of 0.03 S/m. 

(TIF) 

Figure S7 SEM images for (A) viable yeast, (B) viable 
yeast mixed with 850 nm polystyrene particles, and (C) 
viable yeasts coated with MWCTNs. (D) shows the white 
field and fluorescent images for viable yeast coated with 
Rhodamine 123 conjugated MWCNTs. 
(TIF) 

References SI 

(DOCX) 

Text SI 

(DOCX) 

Text S2 

(DOCX) 

Acknowledgments 

The authors acknowledge the facilities, and the scientific and technical 
assistance, of the Australian Microscopy & Microanalysis Research Facility 
at the RMIT Microscopy & Microanalysis Facility, at RMIT University. 

Author Contributions 

Conceived and designed the experiments: SYT KK. Performed the 
experiments: SYT WZ R. Soffe SN. Analyzed the data: SYT KK R. 
Shukla. Wrote the paper: SYT KK. 



15. Stockman DL, Micttincn M, Sustcr S, Spagnolo D, Domingucz-Malagon H, ct 
al. (2012) Malignant Gastrointestinal Neuroectodermal Tumor: Clinicopatho- 
logie, Immunohistochemical, Ultrastructural, and Molecular Analysis of 16 
Cases With a Reappraisal of Clear Cell Sarcoma-like Tumors of the 
Gastrointestinal. Tract Am J Surg Patho 36: 857-868. 

16. Stewart P, Patcharce B, Songchan P, Panadda R (2013) Antioxidant activity and 
ultrastructural changes in gastric cancer cell lines induced by Northeastern Thai 
edible folk plant extracts. BMC Complementary Altera Med 13: 60. 

1 7. Sakr SA, Mahran HA, Abo-El-Yazid SM (2012) Effect of fenugreek seeds extract 
on cyclophosphamidc-induced histomorphometrical, ultrastructural and bio- 
chemical changes in testes of albino mice. Toxicol Ind Health 28: 276—288. 

18. Centurione L, Giampietro F, Sancilio S, Piccirilli M, Artese L, ct al. (2010) 
Morphomctric and ultrastructural analysis of human granulosa cells after 
gonadotrophin-relcasing hormone agonist or antagonist. Reprod BioMcd 
Online 20: 625-633. 

19. Horstmann II, Yasileva M. Kuncr T (2013) Photooxidation-Guidcd Ultrastruc- 
tural Identification and Analysis of Cells in Neuronal Tissue Labeled with Green 
Fluorescent Protein. PLoS One 8: e64764. 

20. Cruz P (1992) Role of ultrastructural studies in the analysis of cell lineage in the 
mammalian pre-implantation embryo. Microsc Res Tech 22: 103—125. 

21. Kirk SE, SkepperJN, Donald AM (2009) Application of environmental scanning 
electron microscopy to determine biological surface structure. J Microsc 
(Oxford, U. K.) 233: 205-224. 

22. Muscariello L, Rosso F, Marino G, Giordano A, Barbarisi M, ct al. (2005) A 
critical overview of ESEM applications in the biological field. J Cell Physiol 205: 
328-334. 

23. Moran P, Coats B (2012) Biological Sample Preparation for SEM Imaging of 
Porcine Retina. Microsc Today 20: 28-31. 

24. Krylova G, Brioudc A, Ababou-Girard S, MrazekJ, Spanhel L (2010) Natural 
supcrhydrophilicity and photocatafytic properties of sol-gel derived ZnTi0 3 - 
ilmenite/r-Ti0 2 films. Phys Chem Chem Phys 12: 15101-15110. 

25. Di Carlo D, Wu LY, Lec LP (2006) Dynamic single ccU culture array. Lab Chip 
6: 1445-1449. 

26. Yarmush ML, King KR (2009) Living-cell microarrays. Annu Rev Biomed Eng 
11: 235-257. 

27. Di Carlo D, Aghdam N, Lee LP (2006) Single-Cell Enzyme Concentrations, 
Kinetics, and Inhibition Analysis Using High-Density Hydrodynamic Cell 
Isolation Arrays. Anal Chem 78: 4925^-930. 

28. Baratchi S, Khoshmanesh K, Sacristan C, Depoil D, Wlodkowic D, et al. (201 3) 
Immunology on chip: Promises and opportunities. Biotechnol. Adv. 32: 333— 
346. 

29. Nahavandi S, Baratchi S, Soffc R, Tang S-Y, Nahavandi S, et al. (2014) 
Microfluidic Platforms for Biomarkcr Analysis. Lab Chip 14: 1496-1514. 



PLOS ONE | www.plosone.org 



7 



August 2014 | Volume 9 | Issue 8 | e104109 



High Resolution SEM of Cells Using DEP 



30. Soc AK, Nahavandi S, Khoshmancsh K (2012) Ncuroscicncc goes on a chip. 
Bioscns Bioclcctron 35: 1-13. 

31. Jesus-Perez NM, Lapizco-Encinas BH (2011) Diclcctrophorctic monitoring of 
microorganisms in environmental applications. Electrophoresis 32: 2331-2357. 

32. Skellcy AM, Kirak O, Suh H, Jacnisch R, VoldmanJ (2009) Microfluidic control 
of cell pairing and fusion. Nat Methods 6: 147-152. 

33. Khoshmancsh K, Zhang W, Tang S-Y, Nasabi M, Soffe R, (2014) A 
hydrodynamic microchip for formation of continuous cell chains. Appl. Phys. 
Lett. 104: 203701. 

34. Gupta S, Alargova RG, Kilpatriek PK, Velev OD (2010) On-Chip 
Diclcctrophorctic Goasscmbly of Live Cells and Particles into Responsive 
Biomaterials. Langmuir 26: 3441-3452. 

35. Khoshmancsh K, Nahavandi S, Baratchi S, Mitchell A (201 1) Kalantar-zadeh, 
K. Diclcctrophorctic platforms for bio-microfluidic systems. Bioscns Bioclcctron 
26: 1800-1814. 

36. Tang S-Y, Zhang W, Yi P, Baratchi S, Kalantar-zadeh K, et al. (2013) 
Reorientation of microfluidic channel enables versatile diclcctrophorctic 
platforms for cell manipulations. Electrophoresis 34: 1407—1414. 

37. Docoslis A, Alexandridis P (2002) One-, two-, and three-dimensional 
organization of colloidal particles using nonuniform alternating current electric 
fields. Electrophoresis 23: 2174-2183. 

38. Tang S-Y, Zhang W, Baratchi S, Nasabi M, Kalantar-zadeh K, et al. (2013) 
Modifying Diclcctrophorctic Response of Nonviable Yeast Cells by Ionic 
Surfactant Treatment. Anal. Chem. 85: 6364—6371. 

39. Chau L-H, Liang W, Cheung FWK, Liu WK, Li WJ, ct al. (2013) Self-Rotation 
of Cells in an Irrotational AC E-Field in an Opto-Eleetrokinetics Chip. PLoS 
One 8: c51577. 

40. Pethig R (20 1 0) Dicleetrophorcsis: Status of the theory, technology, and 
applications. Biomicrofluidics 4: 022811. 



41. Chrimes AE, Khoshmancsh K, Stoddart PR, Mitchell A, Kalantar-zadeh K 
(2013) Microfluidics and Raman microscopy: current applications and future 
challenges. Chem Soc Rev 42: 5880-5906. 

42. Chrimes AF, Khoshmanesh K, Tang S-Y, Wood BR, Stoddart PR, et al. (2013) 
In situ SERS probing of nano-silver coated individual yeast cells. Bioscns 
Bioelectron 49: 536-541. 

43. Khoshmancsh K, AkagiJ, Nahavandi S, Kalantar-zadeh K, Baratchi S, ct al. 
(2011) Interfacing Cell-Based Assays in Environmental Scanning Electron 
Microscopy Using Dicleetrophorcsis. Anal Chem 83: 3217-3221. 

44. Kalantar-Zadeh K, Fry B (2007) Nanotcchnology Enabled Sensors. Springer: 
New York. 

45. Khoshmancsh K, Zhang C, Tovar-Lopcz FJ, Nahavandi S, Baratchi S, et al. 
(2010) Diclcctrophorctic- activated cell sorter based on curved microclcctrodcs. 
Microfluid Nanofluid 9: 41 1-426. 

46. Morgan H, Green NG (2003) AC Electrokinetics: Colloids and Nanop articles. 
Research Studies Press: Philadelphia, PA. 

47. Scott JH, Schekman R (1980) Lyticase: endoglucanasc and protease activities 
that act together in yeast cell lysis. J Baetcriol 142: 414-23. 

48. Namiki Y, Ucno K, Mitani H, Virtudazo EV, Ohkusu M, ct al. (201 1) Scanning 
and negative-staining electron microscopy of protoplast regeneration of a wild- 
type and two chitin synthase mutants in the pathogenic yeast Candida glabrata. J 
Electron Microse (Tokyo). 60: 157-65. 

49. de Nobel JG, Klis FM, Priem J, Munnik T, van den Ende H (1990) The 
glueanasc-soluble mannoprotcins limit cell wall porosity in Saceharomyces 
ccrevisiae. Yeast 6: 491—499. 

50. Babiychuk EB, Monastyrskaya K, Potez S, Draegcr A (201 1) Blcbbing confers 
resistance against cell lysis. Cell Death Differ 18: 80—89. 

5 1 . Boulton C, Quain D (2006) Brewing Yeast and Fermentation. Wiley: Blaekwcll. 



PLOS ONE | www.plosone.org 



8 



August 2014 | Volume 9 | Issue 8 | e104109 



